[Use of the automatic hematologic Technicon H1 analyser to specify the character of hematuria].
Erythrocytes of urinary sediment were examined in 37 patients using the Red Cell Analyser Technicon H1. In 17 patients it was renal haematuria, in 20 non-renal haematuria. It was demonstrated, that the first group (with renal haematuria) there was significant higher percentage of microcytes in urinary sediment and significant lower MCV. Examination of urinary sediment's erythrocytes using the red cell analyser Technicon H1 matters for differentiation character of haematuria.